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The technical Conditions book for
Electrocardiograph, Multi Channels
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Electrocardiograph, Multi Channels QTY /1/.
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Technical specifications:

Al Mol

1~ Ability to record the standard 12 ECG leads
L IL III, AVR, AVL, AVF
V1, V2, V3, V4, V5, Ve.
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I, I1, I, AVR, AVL, AVF
V1, V2, V3, V4, V5, V6.

2- Recording mode : Manual and Automatic
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3- Number of recording channels: 3 channels.
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4- Chart speeds : 25 and 50 mm/s (at least).
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5- Sensitivity: 5, 10, and 20 mm/mV
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6- Recording method: High resolution thermal
array recorder and the bidder should specify
paper size.
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7- All recording data ( heart rate , filters ,
recording speed, sensitivity, etc --) to be
specified by the bidder.
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8- Supplied with /6/inch colored LCD screen to
display 12 leads.
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9- A/D converter /12/bit at least.
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10- Overall frequency response /0.05-50/HZ
within /-3/dB.
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11-The common mode rejection ( CMRR )
/100/Db at least.
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12-Input Impedance : 10 M{ at least
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13- Supplied with filter ( 50 Hz), the bidder shall
indicate the additional filtration circuits .
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14- Memory size : should be specified by the

bidder.
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15- ECG analysis and diagnosis programe.
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16- Self test,.
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17- defibrillation protection : The bidder should
specify the protection circuit position (cable or
device).
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18- Power supply: 220 & 10% volts ,50 Hz
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be provided with internal
rechargeable battery and the bidder specify
the battery specifications.

Gl AL Ata)y 4yjlay 1agda e of G 9
Lgaldeal ga ajlall daaa g

20-The bidder should specify the standard
safety ( leakage current, ....).
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21-The bidder should submit all standard
accessories in addition to the following
accessories:

e Paper (roll or Z fold): QTY /10/ rolls
or Z fold.

e Reusable limb clamp FElectrodes : QTY /
1 set / provided by the manufacturer .

e Chest Electrodes: Qty /1 set/
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22-The bidder should specify the
name of the manufacturer and the
place of assembly and testing. The
bidder should submit the quality
certificates of the submitted model
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Special conditions:
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I-All'items of the conditions book should be reply by
the bidder clearly and one by one.
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2- The company and the equipment should be
registered in the Ministry of Health and the bidder
should present a copy of the required legalized
certificates .A copy of quality certificate is
presented by the bidder,
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3-The bidder should submit all the relevant ,original
documents ( operating , maintenance and
calibration ) when the offer is accepted.
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- “Lue bidder should offer original
technical data or data sheets certified
by the manufacturer clarifying the
technical information of the equipment and its
accessories.
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5-A recent equipment design (the first production
year should be mentioned by the bidder) .
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6-The bidder should mention the country of origin
and manufacture for the equipment and its main
components and the accessories .
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7-Additional specifications should be mentioned by
the bidder .
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& “he bidder undertakes to transport ,
install and operate the equipment with
its all accessories and provides any
requirements into the site .
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9-A-Oneyear manfacture quality, installation and
operation period warranty beginning from the
primary delivary date.
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J- During the warranty period the bidder should carry
out all the preventive
maintenance according to the manufacturer’s
instructions,
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3-The company must have an agent in Syria
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